Enamel is the hardest and the stiffest tissue. It withstands chewing forces and protects the internal dentin and pulp. It is loaded in a complex fashion throughout the life cycle of an individual. Mineralization is an important property that positively correlates with the mechanical behavior of mineralized tissues such as bone [1, 2] and teeth [3, 4] . Dental enamel is 95% mineral and 1% organic compounds and 4-5% water by weight percentage [5] . A reduction in mineral content has direct consequences as far as dental ailments are concerned. For example, molar-incisor hypomineralization increases tooth sensitivity to food, drinks, and thermal changes as well as results in restoration failure [6] . Moreover, previous studies suggest a possible relationship between enamel mineral concentration and caries susceptibility [7] [8] [9] .
enamel revealed large variations in both the levels and gradients of mineral concentration in deciduous molars [11] . X-ray microtomography was employed to measure site specific mineral density of hypomineralized enamel [13] . Microcomputed tomography (micro-CT) was used to investigate mineral densities as well as elemental content in different layers of healthy human enamel based on the age of the individual [10, 17] . However, such radiographic methods are limited to ex vivo laboratory conditions and destructive to the specimens.
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An understanding of tooth enamel mineral content using a clinically viable method is essential since assessment of such variations may serve as an early predictor of a dental health, and may indicate high than average populational susceptibility to caries. Raman spectroscopy is one of the few methods which offers the opportunity to study enamel mineralization non-destructively in vivo [21, 22] . While Raman spectroscopy has been used to assess tooth mineralization, there are no studies that examined the enamel mineral content systematically vis a vis enamel mineral content of various animals as well as differentiation between of high mineralized and low mineralized enamel of different individuals. The current study employed a portable fiber optic Raman probe to identify the variations of enamel mineral content between individuals and animal controls with high and low mineralization of the enamel. Results of the fiber optic Raman system was compared to the results obtained by using a research-grade commercial Raman microscope. The study also developed a confocal fiber optic set up to confine the sampling volume to the enamel specifically and to eliminate interference from the dentin.
Materials and methods
Sample preparation
Human teeth were obtained in compliance with the National Institute of Health guidelines. The Institutional Review Board exemption was filed and approved (Protocol#: EM-13-17). Adult human incisors were extracted as a part of a normal treatment plan. The teeth were collected fresh within the date of the extraction and kept moist at all times without any additional disinfecting treatment. A dentist assessed the enamel of the specimens selected for Raman analysis in order to ensure that healthy intact enamel was evaluated. The samples were wrapped in wet tissue paper individually and stored in a -20C freezer. Prior to Raman analysis the specimens were thawed at room temperature for 30 minutes while being wrapped in moist tissue paper. The crown of the tooth was measured with a ruler and the lower third of the tooth, cervical area was examined with various Raman spectrometers, Figure 1 . Animal teeth from alligator, boar and buffalo with various levels of enamel mineralization were also included as a phantom sample set. There is a considerable variation in mineralization of calcified tissues [23, 24] where the ash masses are ranging from 45% to more than 90%.
Raman spectroscopy
A high-fidelity confocal Raman microscope (Xplora, Horiba Jobin Yvon, NJ) was used to investigate the enamel mineral content. Measurements of this research-grade system constituted as a reference point to which the fiber optic systems' measurements were compared to. The Raman microscope is composed of a laser source at 785 nm, and measurements were performed using a 1200 lines/mm grating, which provided a spectral dispersion of 0.8 cm -1 / pixel leading to 4 cm -1 spectral resolution. Labspec software was used for both acquiring the data and for performing background subtraction from the spectra.
The fiber optic Raman set up is constructed based on a 785 nm fiber laser (Innovative Photonic Solutions) with 100mW output power, a Raman spectrometer and a fiber probe combination (Wasatch Photonics, NC) as illustrated in Figure 2a . The thermo-cooled Raman spectrometer contained a high sensitive back-thinned CCD sensor (Hamamatsu S10420-1006, NJ) and a gelatin-based volume phase holographic transmission grating (Wasatch Photonics, NC) which enabled high optical throughput. The spectral resolution was 10 cm-1 with a spectral dispersion of 1.7 cm -1 /pixel at 50 m slit width. The laser light is transmitted through an optical fiber to the Raman probe which delivered the laser to the sample; the same fiber probe also collected the Raman signals from the sample and sent to the spectrometer through another fiber.
In an alternative configuration (Figure 2b ), confocality was introduced to the fiber probe set-up to control the depth of signal collection volume. Confocality was attained by a set of lenses and a pin hole adjusted to a size of 100 m. In case of the custom made set up both the laser and Raman spectrometer were controlled by the Dash 2software, provided by Wasatch via USB connection to a laptop computer. Moreover, for each data point, the spectrum was taken with and without confocal adjustment by one second exposure with an average of 5 times. The acquired spectra were then pro-0cessed to correct the fluorescence background using the following software, Labspec, Horiba Jobin Yvon. The intensities of background corrected spectra were measured at the phosphate symmetric stretch groups of the mineral phase at 960 cm-1 to quantify enamel mineral content. The mineral content was assessed based on the intensity of the 960 cm-1 peak of the phosphate [24, 25] symmetric stretch band.
Microcomputed tomography (micro-CT)
Raman spectroscopy based high and low mineralization scores were validated by CT. Two teeth which had the high and the low mineral content values per Raman analysis were included for micro-CT assessment. Threedimensional reconstructions of the teeth were obtained by using a micro-CT system (SkyScan 1172 Micro-CT, Micro Photonics Inc.). Both teeth were wrapped in wet gauze pad and stacked vertically in a cylindrical sample holder filled with water. Scanning both teeth simultaneously helped eliminate scan-to-scan variations. Scans were acquired at the following X-ray source of 80 kV, voxel size 16.6 m 10W, 12-bit cooled CCD fiber-optically coupled to scintillator. The images were processed and reconstructed using NRECON software and raw-grayscale values reflecting mineralization levels were locally obtained at locations of the enamel close to where Raman measurements were taken.
Statistical analysis
Five samples per group were analyzed. Mann-Whitney U-test was conducted to compare the significant differences between groups. The obtained p values were less than 0.05 for all groups in question (p0.05).
Results
Enamel mineral content have varied substantially between animal teeth (Figure 3 ) when it was evaluated with the research grade Horiba Jobin Yvon confocal microscope. The highest Raman based mineralization intensity was observed for the buffalo tooth which had 5-fold greater mineral content than the alligator tooth. Boar tusk had an intermediate level of mineralization. A similar trend of mineral content between animal teeth was also observed when the mineralization scores for the animal teeth were assessed with the non-confocal custom made set up (Figure 4a ). The fold increase in mineralization between alligator and buffalo enamel as observed by the fiber optic set-up was 2.5-fold (Figure 4b ). Figure 5 illustrates the mineralization score measurements obtained by using research-grade Raman microscope, custom made fiber optic setup as well as modified confocal fiber optic set-up for two human teeth with varying mineralization levels. Research-grade system demonstrated that one tooth had higher enamel mineral content (HEM) than the other tooth with low enamel mineralization (LEM) scores. The non-confocal set up shown in Figure 2a was not able to differentiate between the HEM and LEM teeth, however confocal modification to the portable Raman spectrometer allowed to identify high and low mineralized human teeth similarly to commercial JY Horiba system.
The micro-CT measurements of the two selected teeth with high (HEM) and low (LEM) mineralization scores confirmed Raman based observation Figure 6 . The cervical portion of the tooth was compared in both instances. The LEM tooth showed similar to Raman low raw micro-CT intensity, where the HEM tooth exhibited higher raw micro-CT as well as Raman signal intensity indicative of higher then in LEM specimen enamel mineral content.
Discussion
This is the first report to the best of our knowledge that put together a confocal fiber optic Raman system that was able to resolve variations in mineral content of the enamel per se. The enamel is order of magnitude thicker than biofilm; therefore, the Raman signal from enamel hydroxyapatite crystals dominated the spectrum and no biofilm related signal was observed in our data. However, in the future clinical application, when there is considerable amount of plaque formation, the tooth may need to be cleaned prior to conducting Raman measurements.
Others have reported image maps of mineralization on individual teeth using research grade systems. They have not demonstrated the need for confocality for resolving the enamel compartment and also have shown that mineralization levels may differ substantially between different teeth. Existing fiber optic Raman systems in analysis of teeth have not focused on mineralization, rather, they have investigated the uniformity of enamel crystal orientation by polarized Raman analysis to detect caries by assessing irregularities in crystal quality.
We used research grade confocal system as the reference for mineralization measurement. Raman has been standard in the literature of mineralized tissues for mineralization assessment [22, 24, 25] . Future studies will require formal measurements of mineralization, such as calcium content by back scattered electron microscopy or ash content analysis to calibrate the Raman intensities of the confocal fiber optic system with direct measurements of mineralization. Future studies are also needed to quantify the depth of penetration of the laser by varying confocality.
It has been suggested that the lower mineral concentration may be translated into increased porosity and is possibly linked to higher caries susceptibility [8, 9] . In addition, some studies [7, 8] hypothesized that mineral concentration may be a factor determining rate of demineralization/ remineralization as well. Epidemiological studies demonstrate that children from lower social background have higher caries rate [9] . It is unknown whether enamel mineral content also plays a role in the greater caries risk in this population. Other effectors of enamel mineral content are poor oral hygiene, alcohol consumption and high intake of dietary carbohydrates. An early identification of the individual with overall low mineralization of the enamel may be a valuable screening tool in determining a group with much higher than average caries risk, allowing intervention before development of caries.
Conclusion
This is the first report to indicate a possibility of using affordable, clinically relevant, portable Raman spectrometer to assess the mineral content of tooth enamel. The results indicate a possibility of differentiation between low and 
